Discolouration of polyamide microcrystalline denture base plates after exposure to filter cigarette smoke

Eri Hendra Jubhari*, Zulkarnain Wahid Dangkeng¹, Effendy Dangkeng¹

¹Department of Prosthodontics, Faculty of Dentistry Hasanuddin University, Indonesia

ABSTRACT

Introduction: Denture users with smoking habit often complain about colour changes in their dentures, especially on the base part. Polyamide microcrystalline is a thermoplastic denture base material and does not undergo many colour changes. The purpose of this study was to analyse the effect of filter cigarettes smoke exposure on the colour of polyamide microcrystalline materials. Methods: This study used posttest only control group design – plate-shaped sample with a size of 2 x 2 x 0.5 cm³. Nine samples as controls were immersed without exposure to the cigarette smoke, and 9 samples were immersed in artificial saliva with exposure to the filter cigarette smoke by six cycles, where one cycle was in the form of smoke exposure from one cigarette at 30-minute intervals. Cigarette exposure lasts for 21 days using a smoking simulation tool. Every seven days of exposure, colours were evaluated using a DSLR camera. The photos were then analysed with Adobe™ Photoshop in the CIELab colour space. The results were analysed afterwards by a one-way ANOVA variant test, and advance difference tests were analysed using a Post-Hoc test. Results: There was a significant colour change after exposure (p < 0.05), but the control group did not experience discolouration. The highest rate of colour change occurred in the second week, while in the third week the colour changes still occurred but tend to be stable. Conclusion: Exposure to the filter cigarette smoke changes the colour of polyamide microcrystalline denture base.

Keywords: Polyamide microcrystalline, filter cigarette smoke, discolouration, denture base

INTRODUCTION

A removable denture is one type of dental care device with considerable interest.¹,² Materials for the manufacture of denture bases are generally made of polymethyl methacrylate (PMMA) or acrylic; a variety of alternative materials have been studied, one of which is a thermoplastic material. Thermoplastic material has more flexible physical properties that make it more comfortable to use. The use of thermoplastic materials enhances aesthetics because they do not require any clasp. Polyamide microcrystalline is a thermoplastic denture base material.

One of the physical properties of polyamide microcrystalline is controllable flexibility because...
the shrinkage is less than 1%. Also, polyamide microcrystalline has a high density so that the liquid cannot penetrate it, and there is no yellow or brown colour that often appears in other materials.

Many denture users do not leave smoking habits, even though it is not suitable for maintaining the quality and aesthetics of dentures. When denture users smoke, dentures will be exposed to several substances that can affect their dentures, including carbon monoxide, formaldehyde, radioactive polonium, ammonia, nickel, arsenic, nicotine, tar, and heavy metals such as cadmium and lead.

Some previous research states that cigarette smoke can affect the colour and surface roughness of the composites, artificially acrylic teeth on various other dentures. The factor of surface roughness level of suitable denture base is very significant to be studied because it is a place for accumulation of microorganisms, thus increasing the level of stain in dentures.

However, the previous study of the influence of cigarette smoke on denture bases was conducted towards an acrylic base. Therefore, this research was aimed to analyse the effect of filter cigarettes smoke exposure on the colour of polyamide microcrystalline materials.

**METHODS**

This research was experimental laboratory with posttest only control group design, carried out in the Integrated Laboratory of the Faculty of Dentistry Hasanuddin University. The samples were 2 x 2 x 0.5 cm³ plates made from polyamide microcrystalline (ThermoSens®). A total of 9 control group samples, without exposure to cigarette smoke, were immersed in artificial saliva. The other nine samples were immersed in artificial saliva and then placed in a simulation jar, and 6 filter cycles of cigarette smoke (Sampoerna® A Mild) exposure was performed. One exposure cycle was exposure to smoke from one cigarette at 30-minutes interval. Once every seven days, the study sample was photographed with a DSLR camera, and the colour change was measured using Adobe® Photoshop CS3, then analysed using the SPSS version 16 program.

The change in colour of the sample was measured by comparing acrylic artificial teeth that were not exposed to cigarette smoke exposure with artificial teeth exposed to filter cigarette smoke. Adobe® Photoshop CS3 version 10.0 was used to get L * a * b colour space data (L * a * b is a method of the Adobe® Photoshop CS3 version 10.0 application to analyse colours on an object) from sample photos. Then the data was assessed using the CIELab colour system.

The data were first tested for normality using the Kolmogorov-Smirnov normality test. The effect of cigarette smoke on colour changes was tested with ANOVA, then a post hoc LSD test was further performed to determine the most significant sample group.

**RESULTS**

The Kolmogorov-Smirnov normality test results showed a significant value in the first week, which was 0.190, in the second week was 0.062, and the third week was 0.200. Significant values on all test results of this data were above 0.05, which means that all data were normally distributed.

Colour changes in the polyamide microcrystalline base material due to exposure to filter cigarettes were shown in Table 1. Testing with ANOVA gets a value of significant changes between the control group and filter cigarette groups.

Table 2 shows the average colour change that occurred in denture base samples from microcrystalline polyamide material due to exposure to filter cigarette smoke. The colour change in the first week looks quite significant at 5.9. Numbers were based on the results of
Discolouration of polyamide microcrystalline denture base plates after exposure to filter cigarette (Jubhari et al.)

Table 1. Data normality test

<table>
<thead>
<tr>
<th>Week of exposure</th>
<th>Statistics</th>
<th>df</th>
<th>Sig.</th>
</tr>
</thead>
<tbody>
<tr>
<td>First week</td>
<td>.229</td>
<td>9</td>
<td>.190</td>
</tr>
<tr>
<td>Second week</td>
<td>.268</td>
<td>9</td>
<td>.062</td>
</tr>
<tr>
<td>Third week</td>
<td>.156</td>
<td>9</td>
<td>.200*</td>
</tr>
</tbody>
</table>

Kolmogorov-Smirnov test, sig > 0.05; normally distributed

Table 2. Discolouration in exposure to filter cigarette smoke

<table>
<thead>
<tr>
<th>Week</th>
<th>Control</th>
<th>Filter cigarette</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>0</td>
<td>5.9</td>
</tr>
<tr>
<td>2</td>
<td>0</td>
<td>16.1</td>
</tr>
<tr>
<td>3</td>
<td>0</td>
<td>17.1</td>
</tr>
</tbody>
</table>

Table 3. Colour change analysis with post hoc follow-up test

<table>
<thead>
<tr>
<th>Dependent variable</th>
<th>(I) week</th>
<th>(J) week</th>
<th>Mean difference (I-J)</th>
<th>Std. Error</th>
<th>Sig.</th>
</tr>
</thead>
<tbody>
<tr>
<td>Filter cigarette</td>
<td>First week</td>
<td>Second week</td>
<td>-10.4578*</td>
<td>.1097</td>
<td>.000</td>
</tr>
<tr>
<td></td>
<td>Second week</td>
<td>Third week</td>
<td>-11.0578*</td>
<td>.1097</td>
<td>.000</td>
</tr>
<tr>
<td></td>
<td>First week</td>
<td>Third week</td>
<td>10.4578*</td>
<td>.1097</td>
<td>.000</td>
</tr>
<tr>
<td></td>
<td>Second week</td>
<td>Third week</td>
<td>-.6000*</td>
<td>.1097</td>
<td>.000</td>
</tr>
<tr>
<td></td>
<td>First week</td>
<td>Third week</td>
<td>11.0578*</td>
<td>.1097</td>
<td>.000</td>
</tr>
<tr>
<td></td>
<td>Second week</td>
<td>Third week</td>
<td>-.6000*</td>
<td>.1097</td>
<td>.000</td>
</tr>
</tbody>
</table>

DISCUSSION

The smoking habit is often done by denture users, which declines the quality of the denture.¹ In this study, it appears that the toxic substance from cigarette smoke during smoking was able to affect dentures (Table 2). This result was consistent with research conducted by Patil et al², Wasilewskim et al³, and Casemiro et al⁴, who stated that cigarette smoke could affect the colour and some mechanical properties of denture bases.

Although polymethyl methacrylate is a material commonly used for the manufacture of denture bases, there are various alternative materials available, for example, thermoplastic materials. Because of its more flexible nature, bases made from thermoplastic materials are more comfortable to use. Also, thermoplastic materials are more aesthetic because they do not use metal grips. Polyamide microcrystalline is a thermoplastic material that can be used for denture bases.⁹ The flexibility of this material can be controlled at the time of manufacture, and its shrinkage is relatively small.⁵ This thermoplastic material has a good biocompatibility level, high strength, and very low shrinkage.¹⁰ Besides the density level is high so the liquid cannot penetrate this material, thereby preventing yellow or brown discolouration.⁶,¹¹

Table 2 shows the colour changes that occur due to exposure to cigarette smoke filters every week. The mean difference shows the value of the difference that was increasing from week to week, and it appeared that the significance value was smaller than 0.05, indicated a significant change.

Based on the research of Mathias et al¹³, cigarettes contain tar, which is an aromatic hydrocarbon that has the potential to damage
polymeric materials. An ingredient obtained from the polymerisation cannot be degraded by the oral cavity fluid but can only be dissolved with some aromatic hydrocarbon liquids. Cigarette smoke in the oral cavity will also mix with saliva, thus becoming a liquid that has acidity, which will damage the surface integrity of acrylic dentures. Cigarette smoke contains air, water, carbon monoxide, carbon dioxide and tar. Tar, which is the main content of tobacco, can cause stains. About 0.2% tar is the brown pigment from cigarette smoke. As soon as the cigarette is burned, in the smoke, other substances from cigarette smoke are formed immediately due to heating. Also, some components of food, such as sugar and chocolate can also cause discolouration on the base because of its dark colour and its ability to adhere to the surface of the base acrylic due to heat from cigarettes.

There was a change in the colour of the base plate in this study (Table 2). The base material made from polymerisation can dissolve in aromatic hydrocarbon liquids. Table 3 shows the colour changes that occur from the first week to the third week. Exposure to cigarette smoke over some time can change the colour of the denture base made from polyamide microcrystalline (Table 2). Colour changes caused by filter cigarette smoke occur due to the presence of carbon, tar, and nicotine, which can change colour and the presence of food retentions attached to the surface of the base. Also, the content of cigarette smoke can dissolve polymers that may change the surface integrity of the base material to become rougher.

CONCLUSION

Exposure to the filter cigarette smoke changes the colour of polyamide microcrystalline denture base.

REFERENCES